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NATIONAL FOREWORD 

This Indian Standard (First Revision) which is identical with ISO 13944 : 1996 'Lubricated metal-powder 
mixes — Determination of lubricant content — Modified Soxhiet extraction method' issued by the 
international Organization for Standardization (ISO) Wcis adopted by the Bureau of Indian Standards on 
the recommendations of the Powder Metallurgical Materials and Products Sectional Committee and 
approval of the Metaliurgical Engineering Division Council. 

In this adopted standard, some terminology and conventions are, however, not identical to those 
used in Indian Standards. Attention is especially drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should 
be read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards, the current practice 
is to use a point (.) as the decimal marker. 

In reporting the results of a test or analysis made in accordance with this standard, if the final value, 
observed or calculated, is to be rounded off, it shall be done in accordance with IS 2 : 1960 'Rules for 
rounding off numerical values (revised)'. 
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Indian Standard 

LUBRICATED METAL-POWDER MIXES- 
DETERMINATION OF LUBRICANT CONTENT- 
MODIFIED SOXHLET EXTRACTION METHOD 

( First Revision ) 



1 Scope 

This International Standard specifies a nnethod for the determination of the lubricant content of a powder mix. The 
method is also suitable for measuring the content of elements, e.g. graphite and oxygen, the determination of 
which is interfered with by the presence of a lubricant. 

A condition of the application of the method is that a suitable solvent for the lubricant concerned is known and 

avaiiabie. 



2 Principle 

The lubricant ss extracted from a weighed test portion using a suitable solvent. The test portion is reweighed after 
the extraction, and the percentage mass loss, representing the extracted lubricant, calculated. 

The extracted test portion can then be used to determine, by the normal methods, the content of other 
constituents, without any interference from the lubricant. 



3 Apparatus and materials 

3.1 Analytical balance, capable of weighing the sintered-glass filter crucible (see 3.2.3) together with the test 

portion to the nearest 1 mg. 

3.2 Soxhiet apparatus, as shown in figure 1 , with ungreased joints, consisting of the following parts: 

3.2.1 Allihn (bulb-type) condenser. 

3.2.2 Soxhiet extractor, with a volume of 1 50 mi to 200 ml. 

3.2.3 Sintered-glass filter crucible (porosity grade P 160^)), filter paper (with a filtering speed of 1 000 ml/min), 
glass wool and a length of glass tubing with a diameter of about 30 mm and long enough to serve the purpose 

mentioned in 5.3. 

\r^ c^ises when the lubricant content to be determined is k^ss than 0,5 %, all these items shall be rinsed with the 

'\r\\/i-n\ (3 3) before use. 



1 ; As defined m ISO 4793: 1 980, Laboratory sintered (fntted) filters — Porosity grading classification and designation. 
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3.2.4 Round-bottom flask, with a capacity of 500 ml, contain:ng a boiling aid. 

3.2.5 Heating mantle, of sufficient power to evaporate the solvent at a rate of not less than 25 ml/min. 

3.3 Organic solvent, suitable for extraction of the lubricant concerned. Exannples of such solvents are xylene, 

toluene and petroleunn ether. 

WARMING — Inhalation of the vapours of organic solvents such as toluene is dangerous. 



Soxhlet extraLtor 
(see 12.2) ~ 
Sintered-glass filter 
crucible (type P 160) 
(see 3.2.3) 

Glass tubing 
(see 3.2.3) 



Round-bottom flask 

(see 3.2.4) 

Heating mantle 
(see 3.2.5) 



Outlet 




ALlitin (bulb-type) 
condenser 
(see 3.2,1) 



Cold-water intake 



Syphon 



BoiUng aid 
(see 3.2.4) 
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Figure 1 — Soxhlet apparatus (3.2) 
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4 Test portions 

4.1 The determination shall be carried out on two test portions. 

4.2 In general, the test portions shall be taken from the powder in the as-received condition. 

4.3 The mass of each test portion shall be approximately 50 g if the lubricant content is less than or equal to 2 % 
or approximately 25 g if the lubricant content is greater than 2 %. 



5 Procedure 

5.1 Weigh the filter crucible together with a filter paper and a plug of glass wool in the mouth of the crucible to 

the nearest 1 mg (mi), 

5.2 Place the test portion on the filter paper in the bottom of the crucible, and cover with the plug of glass wool. 
Weigh the crucible plus filter paper plus test portion plus glass wool together to the nearest 1 mg (m2). 

5.3 Place the crucible plus contents in the Soxhtet extractor, using the length of glass tubing to bring the upper 
edge of the crucible level with the upper bend of the syphon. 

5.4 introduce about 300 ml of the solvent into the round-bottom flask, and connect it to the Soxhiet extractor (see 
figure 1). 

5.5 Heat the solvent to its boiling point. It is recommended that a preliminary test be made, for a given type of 
powder and solvent, to establish the minimum time required for complete extraction. In general, this time will be 
less than 30 min. For powders containing 0,8 % zinc stearate and with toluene as the solvent, an extraction time of 
10min to 20 min, concluding at the end of an extraction cycle, has been found to be sufficient. The time 
established in the preliminary test will apply to all further tests with the same combination of powder and solvent. 

5.6 On completion of the extraction, remove the crucible plus contents from the Soxhiet apparatus and suck dry 
on a Buchner flask. Then fill with fresh solvent and again suck dry. As a final washing operation, fill the crucible with 
diethyl ether (make sure that the temperature of the crucible and its contents is below 30 °C in order to avoid 
ignition) and suck dry. Allow any ether residues to evaporate for about 15 min in order to avoid ignition when the 
crucible is placed in a drying oven, where it is kept at 1 1 ''C for 30 min. 

5.7 After cooling in a desiccator, weigh the crucible plus contents to the nearest 1 mg [m^)- 

5.8 Test portions can be taken by means of a small spoon from the powder remaining after the extraction for the 
determination of other constituents of the powder mix (e.g. graphite by means of equipment for the determination 
of carbon or oxygen by one of the methods described in the various parts of ISO 4491). 



6 Expression of results 

6.1 The lubricant content, expressed as a percentage by mass, is given by the formula 

--^ ^ X 1 00 

where 

mi is the mass, in grams, of the crucible together with the fitter paper and the glass-wool plug; 
m2 !S the mass, in grams, of the crucible plus filter paper plus glass wool plus test portion; 
^3 IS the mass, in grams, of the crucible plus contents after the extraction. 
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6.2 The maximum difference between the two determinations shall not exceed 0,1 % im/m). tf the difference 
exceeds 0,1 % im/m), discard the results and repeat the two determinations with fresh test portions. 

6.3 Report the arithmetic mean of the two determinations, rounded to the nearest 0,05 % im/m). 



7 Test report 

The test report shall include the following information: 

a) a reference to this International Standard; 

b) all details necessary for the identification of the sample tested; 

c) the solvent used; 

d) the extraction time; 

e) the result obtained; 

f) details of any operation not specified by this International Standard, as well as any operation regarded as 

optional; 

g) details of any incident which may have affected the result; 
h) the date of the test. 



Bureau of Indian Standards 

BIS is a statutory institution established under the Bureau of Indian Standards Act, 1986 to promote 
harmonious development of the activities of standardization, marking and quality certification of 
goods and attending to connected matters in the country. 

Copyright 

BIS has the copyright of all its publications. No part of these publications may be reproduced in any 
form without the prior permission in writing of BIS. This does not preclude the free use, in the course 
of implementing the standard, of necessary details, such as symbols and sizes, type or grade 
designations. Enquiries relating to copyright be addressed to the Director (Publication), BIS. 

Review of Indian Standards 

Amendments are issued to standards as the need arises on the basis of comments. Standards are also 
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